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C 100% 


M 80% 
Y 50% 
K 70% 


Pantone 9160C 


White 


Disposable Particulate Respirator N95 


Warnings 


Read and understand before use. 


1. Before use, the wearer must be trained in the proper use in accordance with 
applicable safety and health standards for the contaminant and exposure level in 


the work area. 


2. wearer must read fitting instructions and use limitations before use. 
3. This product does not protect the wearer against gases, vapors or mist whose liquids 


produce harmful vapors or gases. 


Respirator Fitting Instructions 


® 


Hold respirator in your 
hand as show, with the 
nosepiece at your 
fingertips and the 
headbands hanging 
freely below your hand. 


Caution : 


Place respirator under 
your chin with the 
nosepiece up. Pull the 
top headbands to top 
back of head. 


Pull the bottom head- 
band overhead and 
place around neck below 
ears. 


Adjust headbands for 
comfortable fit. Push the 
nosepiece inward with 
fingertips to conform to 
the shape of your nose. 


The respirator should be fit checked for each wearing. Place both 
hands completely over the respirator and exhale. If air leaks around 
nose or the edges, adjust the nosepiece and / or headband until a 
good fit is achieved. 
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Check the facepiece-to- 
face seal by cupping 
both hands over the 
respirator and exhale 
vigorously. If air escapes 
around your nose, 
reform the metal strip. 

If air escapes around the 
edges, reposition the 
straps. Repeat as 
necessary until no air 
escapes, and your have 
obtained a satisfactory 
seal. 


Black 


MAKRITE JAPN 
NIOSH APPROVAL LABEL MestINee 
MAKRITE JAPAN INC. Bcctmatfenal Safety and Health 

Tokyo, Japan 
Tel:(03)56259346 


This respirator is approved only in the following configuration: 

ne Protection‘ Respirator {Cautions and Limitations” 
MKRO01 ABCJMNOPS 
84A- 3904 |N95 xi 


1. Protection 
































N95 - Particulate Filter (95% filter efficiency level) effective against particulate aerosols free of oil; 
time use restrictions may apply. 











2. Cautions and Limitations 

A- Not for use in atmospheres containing less than 19.5% oxygen. 

B - Not for use in atmospheres immediately dangerous to life or health. 

C - Do Not exceed maximum use concentrations established by regulatory standards 

J - Failure to properly use and maintain this product could result in injury or death. 

M -All approved respirators shall be selected, fitted, used, and maintained in accordance 
with MSHA, OSHA and other applicable regulations. 

N - Never substitute, modify, add, or omit parts. Use only exect replacement parts in the 
configuration as specified by the manufacturer. 

O - Refer to users instructions, and/or maintenance manuals for information on use and 
maintenance of these respirators. 

P - NIOSH does not evaluate respirators for use as surgical masks. 

S - Special or critical User’s instructions and/or specific use limitations apply. Refer to 
User’s Instructions before donning. 


The model MKRO01 filtering facepiese respirator has been manufactured by Approval Holder makrite 
for Company MKRITE JAPAN INC. under TC-84A-3904 
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ER BRSLUBIR 

- ESRI 19.5% ARM OE CIA CEKCA. 

- Lae Te leGERR CHT L CHEB ESE IRIED H OE CAE CE ECA. 

- BUNGEE CLUE CNA iE eHBA ClAUMTECA. 

- Aan EL CARAS felsHES LE Do fo Els ERENCES REEDDVET, 

- SCOR EN BCA YATE MSHA. OSHA SKOMHO FARSI C HEU. EIR SFB 
SUCHEN EISNER VECA. 

RU Came CALEY), BGS HEN BRE ELTUSEVECA. 
A—PNCKV EEN AAB MO PO EL 20 OE EALT CK IECLY 

-CNSODRBCANAIORAEAYVTTVAICHS Slated, MIRTH BtL UAV TT YAN DAs IVeBRLT EW. 

- NISHOlSBRCA NAVEEN ATEL CHEAT SCELMOECA. 

- AUD OB Ee Wa BLUSE ORG OE CNE S. AO BIASES SPRL CIEE. 
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Makrite Japan Inc. 
4-20-7 Midori,Sumida-Ku Tokyo 











